Abnormal corneas measured by a new photogrammetric technique.
The limitations of keratometry and photokeratoscopy are briefly discussed. A new photogrammetric technique of measuring corneal topography is described. Contours and cross-sections of abnormal corneas are presented to illustrate the scope and application of the new technique.